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ADDENDUM Q & A

QUESTION Specifications Tab:

#1:
-Line 28 Dual Contrast. Please explain

UCHC | Also known as dual energy.
RESPONSE:

QUESTIOQI Line 35: Telescopic foot. Please explain
#2:

UCHC | Also referred to as Telescopic pedestal
RESPONSE:

QUESTION Line 39: Table to be on vendor provided UPS (for table only) yet line 63 requests
#3: | Complete system UPS

UCHC | Vendor can provide a UPS for the table and the computer system or separate.
RESPONSE:

QUESTIO‘ll\l Line 62. Option IVUS. Who would do that?
#4:

UCHC | IVUS is becoming a useful tool in angiography. The quoted system needs to support the integration
RESPONSE: | of the images on the system in-room display.

QUESTION RFP Scope Tab:

#5:
-Berchtold is OEM of choice. Do they want the Large Display on the Berchtold boom or

just lights, etc.

UCHC | Display will need OEM boom.
RESPONSE:

END OF ADDENDUM




